[Hyperthermia caused by ultrasonics: trials of mathematical modelling].
We describe preliminary results concerning the mathematical modelling of the hyperthermia induced by an ultrasound transducer. The developed method should allow to predict in advance the local temperatures in every clinical case, as well as to conceive and optimize more complex ultrasound generators.